SCIENTIFIC 

REPORTS 




OPEN 



SUBJECT AREAS: 
GRAPHENE 
LASER MATERIAL PROCESSING 



Received 
27 November 2013 

Accepted 
19 February 201 4 



Published 
7 March 2014 



Correspondence and 
requests for materials 
should be addressed to 
G.S. (gurpreet@ksu. 

edu) 



Evaluating the thermal damage 
resistance of graphene/carbon 
nanotube hybrid composite coatings 

L. David 1 *, A. Feldman 2 *, E. Mansfield 2 , J. Lehman 2 & G. Singh' 

Mechanical and Nuclear Engineering, Kansas State University Manhattan, Kansas 66506, USA, 2 National Institute of Standards 
and Technology (NIST) Boulder, Colorado 80305, USA. 

We study laser irradiation behavior of multiwalled carbon nanotubes (MWCNT) and chemically modified 
graphene (rGO) -composite spray coatings for use as a thermal absorber material for high-power laser 
calorimeters. Spray coatings on aluminum test coupon were exposed to increasing laser irradiance for 
extended exposure times to quantify their damage threshold and optical absorbance. The coatings, prepared 
at varying mass % of MWCNTs in rGO, demonstrated significantly higher damage threshold values at 
2.5 kW laser power at 10.6 jum wavelength than carbon paint or MWCNTs alone. Electron microscopy and 
Raman spectroscopy of irradiated specimens show that the coating prepared at 50% CNT loading endure at 
least 2 kW.cm" 2 for 10 seconds without significant damage. The improved damage resistance is attributed 
to the unique structure of the composite in which the MWCNTs act as an efficient absorber of laser light 
while the much larger rGO sheets surrounding them, dissipate the heat over a wider area. 
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High- energy lasers are commonly used in optical lithography, laser welding and cutting, and laser surgery. 
In all of these applications, an accurate calibration of the incident irradiation is necessary for success. 
Calorimetric methods are commonly used for laser-power calibrations 1 . Here, calorimetry refers to the 
thermal signal measurements resulting from the conversion of the incident laser energy into heat. High power 
lasers present significant measurement challenges. To avoid these problems, the National Institute of Standards 
and Technology (NIST) has been developing a flowing water optical power meter (FWOPM) based on measuring 
the temperature increase of a water-cooled device. 

The present design is a copper cavity that has a black coating on the inside, which captures the laser output and 
converts it to heat. The cavity is cooled with water flowing through a channel on the outer surface of the copper 
cone. The chief limitations of the painted copper cavity are damage susceptibility and low thermal transfer to the 
cooling water. Designing a material that can absorb all of the laser beam's power proves to be a challenge as these 
lasers are intended to significantly alter their targets. 

So far, several coating materials like carbon black, metal black (like aluminum, gold, silver and platinum) have 
been studied 2 " 7 . They show good absorbance over a broad wavelength range with low thermal mass. But the 
primary limitations of these coatings are poor laser-damage threshold and low thermal conductivity 8 . Carbon 
nanotubes (CNTs) have proven to be a good alternative because of their properties such as high thermal 
conductivity, high mechanical strength and flat spectral response over a wide wavelength range 8 " 24 . However, 
Multi- walled carbon nanotube (MWCNT) -based coatings suffer from severe damage or burn at power densities 
of approx. 1 kW.cm" 2 at 10.6 fim exposure 1516 . 

A combination of MWCNTs (high optical absorbance and thermal conductivity) and graphene (high in-plane 
thermal conductivity) could yield an advanced coating material that can absorb laser light over a broad range of 
wavelength and yet offer improved damage resistance compared to MWCNTs alone, thanks to the exceptional 
thermal conductivity (approx. 2000 to 4000 W.m _1 K _1 ) and 2-D nature of graphene that can allow uniform 
spreading of the heat over a relatively large area and to the substrate underneath 25 " 31 . To this end, we study the 
synthesis and laser damage tolerance of a novel hybrid composite coating material composed of MWCNTs and 
chemically-modified graphene (or reduced graphene oxide, rGO). The thermal damage resistance of the hybrid 
material was tested by preparing dispersion at varying percentages of MWCNTs in GO and then spray coating 
them on aluminum test coupons used as a representation of the larger thermal -detector surface. The coatings 
were then exposed to increasing laser irradiance at 10.6 /urn, 2.5 kW C0 2 laser for extended exposure times. 
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Integrity of the coating was then studied by observing the morpho- 
logical and structural changes by means of electron microscopy and 
Raman spectroscopy. 

Experimental procedure 

Preparation of graphene oxide. The modified Hummer's method 31 
was used to make graphene oxide (GO) with a concentrated solution 
of H 2 S0 4 (130 mL) added to a mixture of graphite flakes (3 g) and 
NaN0 3 (1.5 g). The mixture was cooled using an ice bath. KMn0 4 
was added slowly to this mixture. The mixture was stirred for 
12 hours at 50 °C. Then it was quenched with water (400 mL) and 
30% H 2 0 2 (3 mL) while submerged in an ice bath such that the 
temperature did not exceed 20 °C. The remaining material was 
then washed with 200 mL of water twice, 200 mL of 30% HC1 and 
200 mL of ethanol in succession. The material remaining after these 
extended washes was coagulated with 200 mL of ether and filtered 
through a paper filter. The filtrate was dried overnight to obtain dry 
GO. 

Composite material and coating preparation. Coating materials 
was prepared by adding varying mass % of commercially obtained 
MWCNTs (Bayer Material Science, purity >95%), previously 
deagglomerated by sodium dodecyl benzene sulfonic acid and as- 
synthesized GO in 50 mL of DI water, followed by sonication for 
30 min. These dispersions were then sprayed on to an aluminum test 
coupon by use of an airbrush at 15 psi of nitrogen gas. The spraying 
was done with longitudinal passes (with a single pass lasting for 
approx. 5 s followed by a 10 s pause) while the substrate surface 
temperature was raised to approx. (80 to 120) °C. Frequent stops 
between the passes allowed the solvent to evaporate and form a 
uniform coating. The spraying process was carried out until a 
visually black coating was realized having an approximate 
thickness of 10 /nm. Four different mass percentages (10, 25, 50 
and 75%) of MWCNT in GO, were coated onto four quadrants of 
a circular aluminum coupon. The samples were then baked 
overnight at approx. (250 to 300) °C to thermally reduce GO to 
reduced-graphene oxide (rGO). 



Experimental setup. Laser irradiation. The coated test specimens 
were used for studying thermal damage threshold at a wavelength of 
10.6 /mi produced by a C0 2 (average power 2.5 kW) laser at 
increasing power densities of 0.5, 2 and approx. 12 kW.cm" 2 . 
Details on the laser experimental set-up are available in our 
previous work 16 . Typically, a laser thermal detector test setup has a 
flowing- water jacket to absorb the heat transferred from the laser to 
the copper substrate via the coating material. This flowing water also 
acts as a sink for the heat transferred. This set-up is rather complex 
and is not feasible for small-scale damage-threshold testing; hence we 
utilized an aluminum disk with large mass (to act as a heat sink) as a 
representation of the calorimeter cone surface. 

Thermogravimetric analysis. TGA analysis was performed by use 
Netzsch Libra thermogravimetric instrument. The instrument was 
calibrated for 10 o C.min _1 heating rates using 6 metal samples prior 
to CNT/GO composite analysis. Samples were heated in a 100 /nL 
alumina pan at a rate of 10°C.min" 1 to 1000°C after a brief equilib- 
ration step at 40°C. Air was introduced at a rate of 25 mL.min" 1 
during sample analysis, with 20 mL.min" 1 of nitrogen protective gas. 

X-ray diffraction (XRD). XRD was performed by Bruker powder X- 
ray diffract ometer operating at room temperature, with Cu Ka radi- 
ation and nickel filter. 

Scanning electron microscopy. SEM analysis of the coatings was done 
by use of a Carl Zeiss EVO low- vacuum SEM operating at 5 kV with 
25 mm (low resolution) and 10 mm (high resolution) working 
distance. 

Reflectance measurements. Hemispherical reflectance measurements 
(350 nm to 2500 nm) were performed using a Perkin Elmer Lambda 
1050 compared to a NIST traceable black spectralon reference 
material. 

Raman spectroscopy. Raman spectra were collected with a HORIBA 
LabRAM ARMIS spectrometer using a 17 mW HeNe laser source 
(632.8 nm wavelength (1.96 eV)). The spectra were collected using a 
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Figure 1 | (a) Digital image of various CNT/GO dispersions, kept stable for 48 h. TEM image of CNT/GO composite mix at (b) 10% and (c) 50% CNT 
loadings. The scale bar is 100 nm. (d) Thermogram and first derivative with respect to temperature of CNT/GO samples. Blue = 75% CNT in GO; Green 
= 50% CNT in GO; Red = 25% CNT in GO; Black = 10% CNT in GO. 
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100 X NIR objective lens (theoretical spot size: 842 nm), 200 /nm 
confocal hole, 150 /nm wide entrance slit, 600 gr.mm" 1 grating. 

Disclaimer. Commercial equipment, instruments, or materials are 
identified only in order to adequately specify certain procedures. In 
no case does such identification imply recommendation or endor- 
sement by the National Institute of Standards and Technology 
(NIST), nor does it imply that the products identified are nece- 
ssarily the best available for the purpose. U.S. Government work 
not protected by U.S. copyright. 

Results and Discussion 

As seen in Fig. la, the surfactant functionalized CNTs/GO disper- 
sions were observed to be uniform and generally stable in water for 
days. Although any sort of chemical functionalization of CNTs and/ 
or graphene is likely to compromise the thermal conductivity of the 
material 32,33 , it generally tends to increase the coupling between 
CNTs and graphene resulting in homogeneous and stable disper- 
sions (crucial for spray coating) 34 " 38 . The size and distribution of 
CNTs and GO sheets was observed in the transmission electron 
microscope (TEM). Shown in Fig. l(b and c) are the TEM images 
of CNT/GO composite with 10% (CNT-10) and 50% CNT (CNT-50) 
loading, respectively. The insert is the selected area electron diffrac- 
tion pattern (SAED) of the spot marked with a red circle in the 
corresponding TEM image that shows a typical ring pattern that is 
characteristic of CNTs. The tubes were observed to be approx. 13 nm 
in (average) diameter and approx. (0.5 to 3) /nm in length, clearly 
seen as being sandwiched or supported by the large area (approx. 
5 fim X 1 fim or larger in size) GO sheets. No large CNT bundles or 
agglomeration was evident, further suggesting uniform mixing of 
CNTs in the GO matrix. 

Later, TGA analysis of the composite dispersions was performed, 
which is presented in Fig. 1(d). For all compositions, four transitions 
were typically observed. A small peak centered around (100 to 
120)°C, was most likely the loss of associated water. Second, a peak 
centered around 240 °C. This peak is significant in the low CNT % 
samples, which indicates it may be due to removal of labile oxygen 



groups in GO 39 . A third peak centered around 480°C and 595°C are 
due to the presence of MWCNTs in the sample. From previous 
work, it has been shown that MWCNTs (from the same batch) can 
have oxidation temperature approx. 530 to 610°C 40 ' 41 . The low tem- 
perature peak around 480°C decreases in size with increasing CNT 
content. This peak could be due to the formation of some sort of GO- 
CNT mixed complex. With increasing MWCNT content, the per- 
centage of this complex in the sample decreases with respect to the 
MWCNT content. Lastly, the peak at 595°C is attributed to the 
presence of MWCNTs alone. 

The laser damage evolution of the coatings was analyzed and 
compared by use of digital camera imaging, SEM and Raman spec- 
troscopy. Prior to the irradiation tests, thermal reduction of the 
CNT/GO composite coating to CNT/rGO composite was confirmed 
by X-ray diffraction analysis shown in Fig. 2(a). Figure 2 (b, c) shows 
a schematic and optical image of the aluminum coupon that marks 
the locations at which the coatings were irradiated. To independently 
sample multiple exposures, we rotated the coupon clockwise with 
respect to the incoming laser light, with the lowest irradiance at a 
lesser angle, the medium at the maximum angle of the quadrant, and 
the highest power closer to the center. An optical photograph of the 
coated Al coupon after laser irradiation testing is shown in Fig. 2(c). 
It can be clearly seen that the irradiance of 0.5 kW.cm" 2 for 10 s, did 
not leave a visible mark on any of the coatings. This was not surpris- 
ing since the MWCNT coatings have been shown to resist damage up 
to 1 kW.cm" 2 at 10.6 /nm exposure 16 . The SEM and Raman data 
corresponding to 0.5 kW.cm" 2 irradiance is, therefore presented as 
Supplementary Fig. SI, and S2. However, irradiance at 2 and 
12 kW.cm" 2 left a prominent mark on most of the coatings. The 
visual damage due to 12 kW.cm" 2 irradiance was observed to be 
higher for 75% of CNT loading (CNT- 75 quadrant). This was further 
supported by the digital camera videography in which CNT-75 could 
be seen as undergoing continued sparking (or flashes of light emer- 
ging from irradiation) throughout the 10 s irradiation period 
(Supplementary Media File SI), while specimen at 50% loading 
appeared to be largely stable toward irradiation (Supplementary 
Media File S2). Another important observation was the blinding 
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Figure 2 | (a) X-ray diffraction data confirming thermal reduction of GO to rGO in the composite coating. Data for as-received MWCNTs, as-prepared 
GO, and rGO specimens is included for comparison purposes, (b) Schematic showing the location of various spots that were laser irradiated at 0.5, 2 and 
12 kW.cm" 2 power densities for 10 s. (c) Post irradiation optical photograph of aluminum coupon coated with composite material with different 
concentration of CNTs in each quadrant. Note that the irradiance at 0.5 kW.cm" 2 did not leave a visible mark on any of the coatings while 2 and 
12 kW.cm" 2 irradiance left a prominent mark on most of the coatings. The visual damage due to 12 kW.cm -2 irradiance was observed to increase with 
increasing percentage of CNTs. 
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Figure 3 | Low- resolution SEM images of composite coatings with 10, 25, 
50 and 75% CNTs irradiated with a laser having 0 (unexposed), 2 and 
12 kW.cm -2 power densities. The scale bar is 100 fim. 

bright glow (pause at t = 3 to 4 s) from the coating surface as the laser 
light made its the first contact with the specimen surface, most likely 
due to black body radiation at high temperatures. The intensity of 
this glow (or reflection of laser light) was observed to be higher for 
CNT-10 and CNT-25 coatings than CNT-50 (Supplementary Media 
Files S3 and S4, respectively). 

A more detailed analysis of the structural morphology, both before 
and after irradiation was studied by use of SEM. Figure 3 and 4 are the 
low and high magnification SEM micrographs that show the effect of 
incremental laser irradiation on the coatings. At low magnifications, 
the non-irradiated surface exhibited a robust and visually uniform 
coating. As the laser irradiance was increased, a noticeable change 
was observed on the coating surface. With 2 kW.cm" 2 exposure, the 
areas irradiated by the laser appeared brighter (mostly likely SEM 
image charging), whereas the unexposed areas were still relatively 
dark. High magnification images obtained from the same area 
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Figure 5 | Hemispherical reflectance measurements, that compares the 
reflectance of CNT/rGO material to a NIST-traceable black reference 
material over a wide wavelength range. 

showed no significant change in morphology when compare to that 
from the non-irradiated spots. This observation suggests partial 
oxidation of the top layer in the coating, which was visible only at 
lower magnifications. On further increasing of laser power density to 
approx. 12 kW.cm" 2 , damage to the coating was evident, especially 
in the case of CNT-75 coating. This was further confirmed by the 
presence of carbon clusters in the high magnification images of the 
same area. A comparison of CNT-50 and CNT-75 low magnification 
images (Fig. 3i and 1) suggests that the heat flux was concentrated to a 
smaller region in case of CNT-75, while the spread was more uniform 
in case of specimen with high rGO concentrations i.e., CNT-50. 

Further, ex-situ measurements were performed to compare the 
optical response from the four different coating areas, which is pre- 
sented in Fig. 5. It is clear that specimens with higher rGO percentage 
were more reflecting, particularly at increasing wavelengths. This 
could be attributed to the presence of carboxy, epoxy, alkoxy carbons 
and perhaps trace metallic impurities that are present in rGO (pre- 
pared by modified Hummer's method) even after thermal reduc- 
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Figure 4 | High-resolution SEM images of composite coatings with 
varying CNT loading, irradiated at 0 (unexposed), 2 and 12 kW.cm" 
power densities. The scale bar is 40 fim. 
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Figure 6 | Raman spectra of composite coatings with 10, 25, 50 and 
75% CNTs irradiated at 0 (unexposed), 2 and 12 kW.cm -2 power 
densities. 
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tion 32,39 . The presence of optimum amount of CNTs and complete 
thermal reduction of GO in the composite is therefore crucial for 
applications that demand uniform optical absorbance for a broad 
range of wavelength (UV to far IR). 

To further understand the damage observed using SEM, Raman 
spectroscopy was performed. Raman spectra of carbon-based mate- 
rials have two distinct peaks. The "G" peak or graphite peak 
(—1600 cm" 1 ) is representative of the in-plane vibrational modes 
of carbon in graphite lattice (sp 2 hybridized carbon) while "D" peak 
or defect peak (—1350 cm" 1 ) is generated by the presence of defects 
in the graphite lattice (-sp 3 hybridized carbon) 43 " 51 . Fig. 6 shows the 
Raman spectra for various percentages of CNT-rGO composite coat- 
ings exposed to increasing laser power densities. For comparison 
purposes, the Raman data for as-prepared rGO and CNT powders 
is included in Supplementary Information Fig. S3. 

The ratio of the D-peak to the G-peak (I d /Ig) was higher for the 
exposed areas when compared to those of the unexposed areas. Also, 
the Id/Ig ra ti° generally increased with the increasing irradiation 
power density and then stabilized, see Table 1. This result is repres- 
entative of changes in the amount of defects and the degree of gra- 
phitization of the composite coating. This trend is comparative to the 
amorphization trajectory proposed by Ferrari and Robertson for 
carbon materials 42,45 . The initial increase, followed by stabilization 
in the I d /Ig ra tio suggests the coating to be in phase I and phase II of 
the trajectory, respectively. These observations are somewhat similar 
to those made by Balandin's group in their work on electron beam 
irradiation of mechanically exfoliated graphene specimens 52 . Raman 
spectrum of CNT- 10, CNT-25, and CNT-50 coating exposed to laser 
irradiation of 12 kW.cm" 2 , showed clear D and G peak signatures 
while for the composite coating with 75% CNTs, the spectra were 
severely distorted, corroborating observations made in SEM and 
digital micrographs. Overall, the improved laser damage threshold 
of CNT- 10 and CNT-50 specimen can be attributed to graphene's (in 
the composite) ability to very efficiently dissipate heat across a large 
area thus preventing the coating from getting damaged. 

Conclusion 

Overall, for the first time we study the damage incurred by CNT-rGO 
hybrid composite coatings that were exposed to incremental laser 
irradiation up to 12 kW.cm" 2 at 10.6 /urn wavelength. Digital camera 
and SEM images showed no major change in surface morphology at 
0.5 and 2 kW.cm" 2 irradiance, while formation of carbon clusters 
were clearly evident when the power density was increased to approx. 
12 kW.cm" 2 . These observations were supported by analysis of 
Raman spectra obtained from the irradiated spots. The Raman 
I D /I G ratio generally increased with increased irradiance implying 
more damage to the graphitic structure at higher power densities 
particularly for specimen with CNT loading higher than 50%. 



These observations, which depict the structural changes in the CNT- 
rGO composite upon exposure to extreme heat flux, may have import- 
ant implications for the design of next generation of optical absorbers 
and thermal coatings for applications in harsh environments. 
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